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Abstract— In this paper, we present the early-stage
(Section 4). Second, an infrared thermal imaging step
development of a transparent device capable of maintaining the
characterizes the thermal homogeneity (Section 5). Last, the
temperature of the cells of four parallel cultures. The
optical characterization proves that live imaging is possible
temperature of the cells is regulated while live imaging the active
with this platform (Section 6). Conclusions and perspectives
area. Temperature distribution is first determined through
for the future are found in Section 7.
numerical analysis and later, validated by infrared
thermography. The four heater-sensor platform is fabricated
II. MICROFABRICATION
using microfabrication techniques followed by an electrical
Transparency and precise temperature regulation are both
characterization. The nominal set of parameters is determined.
decisive
to conceive a cell-culture-friendly platform.
Lensfree optical imaging is performed while the system is
Therefore, a transparent conductive oxide indium tin oxide
regulating at 37 °C and 100 µm diameter micro particles can be
(ITO) is chosen as the resistive heating element. On the other
detected on the surface.
Keywords—
Heater-sensor
platform;
Transparent
microsystem; cell culture device; Lensfree Imaging

I. INTRODUCTION
When performing cell culture, maintaining the optimal
environmental conditions in terms of temperature, of gas
composition and of dimness, is critical to assure the most
favorable cellular development [1,2]. In recent years, thanks
to the breakthrough of microfluidics and bio-MEMS [3,4],
more and more devices have been designed to closely monitor
the temperature during cell culture [5–8]. Those solutions are
still relatively large with an active area in the mm2 range. They
are mostly composed of one single heater, and one or more
temperature sensors. These heater-sensor systems are
designed to apply a desired temperature (heater) while
measuring it (sensor). But these systems still require to be
brought under an optical microscope to perform imaging and
to monitor closely the cell growth. This back-and-forth
manipulation could disturb the cells or even induce their
premature death. To our knowledge, no system has been
developed that offers simultaneously temperature control on a
small active area size, close to single cell range, with an
integrated live imaging component.

hand, platinum, due to its high temperature sensitivity, is
selected as the sensing material of the resistive temperature
detector (RTD). Finally, silicon nitride is selected as it allows
the heat flux to move from the ITO heater to the Pt sensor
while avoiding any short between the two layers.

Substrate is a rectangular ITO-coated glass slab (SigmaAldrich), whose dimensions are 75 mm × 25 mm × 1.1 mm.
The selected sheet resistivity is 15-25 Ω/sq, with a thickness
of 105 nm. The five successive layers are patterned using a
maskless photolithography tool (SmartPrint, Microlight3D).
The microfabrication steps are described in Fig 1. After a
cleaning step, ion beam etching is used to pattern the ITO thin
film (MU400, Plassys). The SiNx interlayer is deposited by
PVD (CT100, Alliance Concept) with twice the thickness of
the ITO layer to ensure good coverage. The Pt layer is
deposited with a metal evaporator (MEB550, Plassys), using
a 10 nm thick titanium adhesion layer. A 200 nm thick SiNx
protective layer is finally deposited over the entire platform to
prevent any electrical short when growing cells.

In this paper, we present the conception, the fabrication,
and the characterization of a transparent platform, with
multiple heater-sensor systems, that offers live imaging
capability. Therefore, transparency of the heater-sensor
system is key to allow for optical observations of the cells that
will be located above. This property will guide the fabrication
choices when designing the platform.
Section 2 describes the microfabrication steps necessary to
realize a thermally-regulated cell culture platform. The
architecture of the heater has been designed and validated by
numerical modeling and is presented in Section 3. Three types
of characterization are performed to test the multiple heatersensor platform. First, the nominal current to inject in the
heater to reach 37 °C, most usual temperature to reach for cell
culture, is found in a two-step electrical characterization

Fig 1. Microfabrication steps.
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Fig 2 presents a picture of the platform with the four
heater-sensor microsystems along with a close-view of the
active !area where the temperature should be as uniform as
possible.

The temperature profiles over the active area (500 µm ×
500 µm) in the three directions are shown in Fig 5. The axis
origin is taken as the center of the active area. The 36 to 37 °C
region is emphasized by the dotted-dashed line. In the xdirection, it expands a little less than 100 µm on both sides. In
the y-direction, this region is twice as large. The z-axis thermal
decrease to 36 °C reaches 70 µm, high enough to grow one
layer of cells.

Fig 2. Picture of the platform with four heater-sensor microsystems.
Inset: Microscope image of the active area.

III. NUMERICAL MODELING
An initial version of the heater pattern has been designed
as a 5-branch meander heater, with 25-µm wide tracks in the
active area [8]. It was supposed to ensure a larger coverage
and supposedly a more homogeneous temperature uniformity.
ANSYS FEM (v17) has been used to model the temperature
distribution, as presented in Fig 3. As expected, the hot region
is centered in the active area (dimensions: 500 µm × 500 µm).
However, resulting electrical resistance induced a voltage too
large to reach 37 °C (62 V), that could have endangered the
cells above.

Fig 5. Numerical results of temperature profiles along the x-, y- and z-axes
in the active area.

IV. ELECTRICAL CHARACTERIZATION
To determine the nominal current to inject in the heater,
the relationship between the Pt resistance and the surrounding
temperature sensor needs to be first characterized. Then the
current vs. temperature behavior can be determined.

Fig 3. Temperature distribution when the ITO heater is normally
activated (5-branch meander design).

Therefore, a second design is introduced in this paper, with
a 3-branch meander and wider tracks that decreases drastically
the electrical resistance, while having a similar temperature
uniformity. Temperature distribution is presented in Fig 4 for
this configuration: the highest temperatures are found in the
active area.

1) Temperature Sensor Characterization
Once the device is fabricated, the Pt resistance [R(T) =
R0(αT+1)] is measured in a temperature-controlled oven (UFP
400, Memmert) to obtain α, the temperature coefficient of
resistance and R0, the resistance at 0 °C. The resistance is
measured with a Keysight B2901A sourcemeter by injecting
a 50 µA current and measuring the resulting voltage. Four
different temperatures are selected for the Pt resistance
calibration, spanning across the 37 °C temperature, as shown
in Fig 6. A linear fit is found, with α=2462 ppm·°C-1, in
accordance with the literature.

Fig 6. Pt resistance versus device temperature, depending on the ITO
sheet resistivity.

Fig 4. Temperature distribution when the ITO heater is normally
activated (3-branch meander design).

2) Current vs. Temperature Behavior
ITO heater is then characterized by injecting a known
current while measuring the Pt resistance, resulting in the
temperature determination. ITO current is controlled by a
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Keithley 2400 sourcemeter while measuring the Pt resistance
with a Keysight B2901A sourcemeter (50 µA current). Fig 7
! the experimental data along with a quadratic fit. We
presents
determine that an 82 mW power dissipation is necessary to
reach a temperature of 37 °C, corresponding to a current of
6 mA.

Fig 7. Pt resistance temperature versus ITO current, depending on the
ITO sheet resistivity.

V. INFRARED THERMOGRAPHY
A. Lock in Thermography
Lock in Thermography consists of an emissivity map of
the device surface when the heater is activated. A Keithley
2611A pulsed current source injects a 1.5 mA current into the
ITO heater and the resulting infrared (IR) qualitative image is
obtained. Results are shown in Fig 8. Note that this study was
conducted on the 5-branch meander configuration.
Because of a difference in emissivity between the ITO and
the Pt, comparative discussion focuses only on the ITO tracks.
One can see that the hot region is only located in the active
region and that the contact pads do not heat. This result agrees
with the numerical modeling prediction.

Current is gradually increased in the ITO heater, and a
picture is recorded at each step. Fig 9 presents the IR
thermography when the nominal current I = 1.6 mA is injected
into the 5-branch meander heater. The temperature
distribution validates the numerical modeling results.
Unfortunately, slight vibrations of the equipment moved the
sample slightly (~40 µm in the y-direction) and led to
temperature misrepresentation, especially for the Pt sensor.

Fig 9. IR thermography of the active area (Nominal current: I = 1.6 mA,
5-branch meander configuration, 10x objective).

VI. LENSFREE IMAGING CHARACTERIZATION
Having confirmed that the temperature distribution is what
we expected, we move to having an additional function to the
cell-culture platform with the live-imaging capability. This
technique allows for more optical data, leading to a better
understanding of the cellular processes [9]. Only a very few
biosystems offer thermal regulation while observing, and
those found still seem to be at the mesoscale [10]. Here we
perform live imaging by using a commercial lensfree CMOS
imager. Image acquisitions are recorded with a Cytonote 1W
system (iPRASENSE, Montpellier, France). We have chosen
to image micro particles based on polystyrene (PS) (100 µm
diameter, 5 % concentration, dark blue, Sigma Aldrich) to
validate the bifunctional platform. Diameter is chosen to
mimic cells that will be grown on the active area.
The experiment is conducted as follow: 0.2 µL of the PS
particles solution is dispensed over the active area while
injecting the nominal set of currents in the heater-sensor
microsystem (Fig 10). The same instrumentation as in the
electrical characterization is used. The CMOS sensor is in
contact with the glass slab bottom side, leading to a working
distance of about 1.1 mm to image the top side of the active
area. No reconstruction is used for when acquiring an image.

Fig 8. Lock in Thermography of a heater-sensor microsystem, (x1
objective). Inset: Zoom-in view on the active area (x10 objective).

B. Quantitative IR Thermography
Quantitative thermography requires a calibration step to
measure the absolute temperature. The device to characterize
is placed on a temperature-regulated chuck into an isolated
chamber. First, an emissivity map is taken when all is
thermalized at 25 °C. Temperature is then risen to 45 °C, and
when stabilized, a second emissivity map is recorded. A pixelby-pixel linear regression of the emissivity behavior is
obtained and is used to extract temperature. Chuck
temperature is then finally decreased to 25 °C for the IR
thermography to start.

Fig 10. Picture showing the experimental setup to live image while
regulating the temperature.

Fig 11.a) shows an optical microscope image of the active
area having six PS blue particles, five over the top branch of
the Pt track, and one on the bottom one. Only the Pt film and
the SiNx interlayer can be seen on this visible light image. Fig
11.b) presents the same configuration, with the lensfree
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imaging setup. On this frame, the ITO heater tracks can be
observed as well. While the heater-sensor system is visible, it
! prevent from imaging all six particles, demonstrating
does not
that the platform is transparent enough to observe cells of a
similar diameter in the future.
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